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Mains power supply for TE30Lite                             Disconnect the USB connector from the power 

supply unit 
 
 

 
 

 
 
 
 

 
 
 
 
 

Cable for powering TE30Lite via Power Bank                      Power Bank with USB power outputs 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 Connect the USB cable to the Power Bank output 
 
 
 
 
 

 
 
 
 
 
 
 
 
 
 
 
 
 
 

Connect the round cable connector to the TE30Lite DC IN socket. Switch the Power Bank ON and 

then the TE30Lite 
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Application Note 23 TE30 Lite 
Powering TE30 Lite  via Power Bank 

Mains TE30Lite 
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